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XXV. An Account of a Balance of a new 
ConftruSUon , fuppofed to be of Ufe in the 
Woollen Manufacture. By W. Ludlam, 
B. D. Fellow of St. John’s College, Cam¬ 
bridge. 

Read June 6,'T T is of confequence in fome branches 
17 s ' X. °f the woollen manufadlure, that the 
thread of which any piece is woven fhould be all of 
the fame finenefs. After it is fpun, it is made into 
fkains of the fame length, and thefe are forted ac¬ 
cording to the finenefs of the fpinning. The manu¬ 
facturers ufually diftinguifh and denominate the fine- 
nefs, by the number of fkains which go to the 
pound; the coarfeft being about 12 to the pound, 
and the fineft near 60. There is no other method of 
forting in ufe, except by the eye; but it requires 
great nicety to diftinguifh the fize of threads fo 
Snail, and long experience to know by the look 
only, how many fkains of any particular fort will 
make a pound. A method of weighing them rea¬ 
dily would fave much time: the machine here deli- 
Fic neated is for that purpofe. It refembles the 
beam of a common pair of fcales; at one 
end of it is a fixt weight, which I call the counter- 
poife, at the other a hook : in forting, the fkain to be 
examined is put upon the hook, and finks down 
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more or lefs, according to Us weight, till the 
counterpoife by fifing balances it, and then the 
index or cock of the beam points out, on a gra¬ 
duated arch, the number of fkains of that fort, 
which go to the pound. A fcale, inftead of the hook, 
might be ufed for weighing money, if the arch were 
properly divided for that purpofe. 

Mr. Roufe of Harborough, many years ago, made 
a machine for forting woollen thread upon the fame 
principle with this j but as what he did was moftly 
tentative, he was not aware of fome confiderable 
advantages which the theory points out. For the 
machine will not diftinguifh with equal nicety the 
lkains of every lize. In Mr. Roufe’s machine, the 
divifions were too fmall, and the largeft chanced to 
fall at 18 to the pound j but it would have been 
better if the finer forts had been more accurately di- 
fiinguifhed, as being of greater confequence to be 
well forted, and more difficult to be forted by the 
eye only, than the coarfer ones. This machine di- 
ftinguiihes belt the yarn of 56 to the pound, one 
of the fineft forts, as I am informed, in common 
life, the-largeft divifion lying between 36 and 37; 
the other divifions are as large, and the whole range 
of the index as much as can be allowed without 
other inconveniencies. The theory contains the ne- 
ceffary rules for finding the angle of the beam, for 
calculating the divifions on the arch, and for placing 
their largeft interval in any part of them. 


DireStiom 
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Directions for making the Balance. 

T T confifts of a mahogony ftand, a fteel beam and 
* brafs ring for the divifions. 
p FGH is the triangular bafe of the Hand, 

' I * having a fcrew in each angle to fet it level: 
into this is dove-tail’d the upright back KKj the 
ftandard board L L L is put into a dove-tail’d 
groove in the back, and tenonted into the trian¬ 
gular board at the bottom. 

The two cocks CC, between which the arbor 
of the beam plays, and the ring R R are fcrew’d to 
the ftandard board L L. 

The beam A B, with its cock or index E, is broad 
in the middle to gain ftrength, and pierced to make 
it lighter. It is rivetted on a collet foldered to the 
arbor, as clock wheels are. The pivots run in hard 
brafs, and have plates of hardened fteel for their points 
to bear againft. 

At one end of the beam is the counterpoife A, 
confiding of two round pieces of brafs, fcrewed to¬ 
gether through an hole in the beam. The other 
end of the beam is made thicker for about half an 
inch in length, and flit to receive a loop of hardened 
Reel, which hangs on the fteel pin B; on the lower 
part of the loop hangs the hook, which holds the 
fkain. 

The block of wood N, is fcrewed to the ftandard 
board ; the upper part of which is lined with velvet 
for the counterpoise to reft upon, when the fkarn 
is taken off the hook j the brafs pin P is for the 
other arm of the beam to bank againft. 


The 
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The angle of the beam ACB is 168 0 6', the 
radius C A or C B, 6 inches; the breadth of the 
beam in the middle 4- of an inch, at the ends ±; 
the thicknefs at the end B where it is flit 4.; every 
where elfe _i. The length of the arbor 1,1.; dia¬ 
meter of the pivets 4^. The weight of the coun- 
terpoife one ounce avoirdupoife. 

The hook, with the loop and fteel pin included, 
0,68 avoirdupoife. Thedivifion of 50 is at the top 
of the ring. 

In making the beam, the point of the index E 
mull be equally diflant from the centers A and B ; 
the whole beam and index made fo as to poife itfelf, 
and remain at reft in any pofition, before the coun- 
terpoife fteel pin and loop are put on. 

The counterpoife being at firft made too heavy, to 
adjuft it, take off the beam, but let the two cocks 
and ring remain fcrewed on j hang then a fine wire 
and plummet on the top divifion, and with a watch 
glafs look through one pivot hole till you fee the 
wire againft the other j turn the fcrew G till the 
wire bifeds the hole, and the top divifion is then 
perpendicularly over it. Take away the plumb line 
and put on the beam and counterpoife j on the loop 
hang a weight, which together with the fteel pin 
and loop makes one ounce avoirdupoife; turn now, 
by degrees, fome metal off the counterpoife, till the 
index points at the top divifion, and the counterpoife 
will be truly adjufted, whether the arms of the beam, 
G A, C B, are precifely equal or not: for though 
the arms Ihould be nearly equal, it is not neceffary 
they fliould be exadly fo, as in fcales. 


The 
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The divifions are fet on the ring by an inftrument 
made on purpofe, which will very readily cut them, 
tho’ unequal, with great exadtnefs, on any circle large 
or fmall. 

To prove the beam, put a weight into the fcale 
(that of 28 to the pound is the belt in this cafe) and 
lee if it brings the index down to the proper divifion 
on the ring: if it carries it too far, the angle of the 
beam AC B is too great; if the contrary, too little j 
and the arms C A, C B, mull be fet a little in, or out, 
till the angle is right: or the angle of the beam may 
be firft found experimentally, by the rule hereafter 
given, and the divifions calculated to it, which is not 
much trouble j for having a table ready made for the 
intended angle, the alterations in. that table occafion’d 
by a fmall variation from that angle will be eafily 
found by the rules at the end of the following The- 
ory. 

When the balance is to be ufed, a weight of of 
a. pound avoirdupoife is to be put on the hook: The 
fcrew G mull then be turned, till the index E points 
at the divifion of 50: The machine is then properly 
adjufted, and the weight may be taken oif, and a 
Ikain put on. 

Fig. 2. Let ^ CB be a bent lever moveable about 
the angular point C, B a fcale at the end of 
the arm B, A a counterpoife at the end of the other 
arm A; Given the angle of the lever, the length of 
the arms, the refpedtive weights of the fcale and 
counterpoife, to find the pofuion of the lever when at 
reft. 

Produce the arm BC to I, fo that Cl may be to 
CB as the weight of the fcale to the counterpoife; 

V.ol. LV. E e ioin 
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join AT, turn the lever about till AI is perpendicular 
to the horizon, and in that pofition it will be at reft. 

For if HB be drawn parallel to I A, and FCH 
perpendicular to HB and 1 A, then CF: CH: Cl: 
C B, or as the fcale to the counterpoife; that is, per¬ 
pendiculars from the center of motion to the lines of 
direction are reciprocally as the forces applied, there¬ 
fore in that cafe the forces balance each other. 

Cor. Join AB and draw CG parallel to A I, and 
AG : GB :: Cl: C B, or as the fcale to the counter¬ 
poife, therefore G is their center of gravity, which 
lying in a perpendicular to the horizon palling thro’ 
the center of motion, again ihews the lever to be at 
reft. 


SCHOLIU M. 

There are indeed two pofitions in which the lever 
will be at reft, one when the center of gravity is 
above, and another when it is below the center of 
motion ; the latter only is conlider’d in what fol¬ 
lows. 

Let the arms C A and C B be equal, let the 
* IG ‘ 3 * weight of the counterpoife be fixt, but that 
of the fcale variable } then if the fixt line CA 
(=CB) reprefent the former, the variable lineCI 
will reprefent the latter. In the line C I, take C D 
=CA and join AD ; thro’ the center C, draw ECK 
parallel to A D, which therefore bifedts the angle of 
the lever ACB, and the part EC may Hand for the 
index or cock of the lever. Let CP be perpendicu¬ 
lar to the horizon, and ECP the angle of the index 
with that perpendicular is equal to D AI j but AC K 
is the femi-fum, and DAI thefemi-difFerence of the 

angles 
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angles C A I, Cl A: Therefore CI+C A: Cl - C A:: 
or the fum of the weight of the fcale and counter¬ 
poife is to their difference, as the tangent of AC K, 
half the angle of the lever, to the tangent of DAI 
=ECP, the inclination of the index to the perpen¬ 
dicular when the lever is at reft: and the angles at 
A and I, or the inclinations of the arms, will be the 
fum and difference of ACK and DAI. 

Hence the fcale and counterpoife being given, the 
inclination of the index may be found from the angle 
of the lever j or the angle of the lever from the in¬ 
clination of the index. 

The weight of the counterpoife being fixt, let that 
of the fcale vary uniformly; it is required to find 
when the angular motion of the index is greateft. 

All things remaining as before, draw AS perpen¬ 
dicular to Cl; and the variation of Cl will be the 
fame as that of SI (the lineCS being conftant): 
For a like reafon the variation of the angle DAI is 
the fame with that of S AI. Now the variation of 
SI, is to that of the arch which meafures S A I, (AS 
being radius) as AP to AS 1 ; if therefore Cl or SI 
flows uniformly, the fluxion of SAI or DAI, or the 
angular motion of the index, will be greateft when 
AI is leaft, that is, when A I coincides with AS, or 
when the inclination of the index is equal to DAS, 
or when the arm carrying the fcale is parallel to the 
horizon. 

The angle DAS is the complement of ADS 
(=ACK) or of half the angle of the lever. 
Again CA:CS: or radius, to the co-fine of the 
angle of the lever as the counterpoife to the weight 
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of the fcale, when the angular motion of the index is 
greateft. 

Let now the weight of the fcale as well as the 
counterpoife be fixt, but into it let there be fuccef- 
fively put variable weights or fkains of thread, to be 
denominated by the number of them which (at that 
fize) go to the pound: Let the weight of thefe fkains 
vary at each fucceflive change in fuch a manner, that 
the number which goes to the pound may be in- 
creafed each time by unity: It is required to find 
when the angular variation of the index, in one ex¬ 
change, will be greateft. 

p. All things as before, let C L reprefent the 

* fixt weight of the fcale, LI the variable one 
of the fkain, C 1 that of both together. Call AS, j: 
SL, d: puty> — one pound, x the number by which 

any one fkain is denominated, confequently £ its 

weight — LI; whence S I=LI-L S —whofe 
fluxion (putting the uniform fluxion of x to be unity) 
is ~ : but the fluxion of SI is to that of the arch 

XX 

which meafures SAI, as A I 4 to AS 1 , or as AS 1 -}- 
SI* to AS 1 , or as m : ss, chat is ss-\-~-d : 

ss :: — to the variation of the index fought j whence 

XX 

that variation is greateft when xz=z~—^ t that is 

when ~ or the weight of the fkain = - : where- 

F fore if CA reprefent the counterpoife, and 
’ CL the fcale, join AL and draw AF per¬ 
pendicular 
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pendicular to it, cutting CL produced in F, then wiii 
L F reprefent the weight of the fkain, and D A F be 
the inclination of the index, when its variation is 
greateft. 

j;. IG On FL as a diameter defcribe a femicircle, 
and let CA interfe&it again in tf.* Join La, 
a F, then will L #F be a right angle as well as L A F? 
therefore with the given angle of the lever A C B and 
given fcale CL, we have the fame maximum FL, 
either with the counterpoife CA, or Ca either of 
which gives the other? for CA: CL:: C F: C a. 

Fig. 4 . ^e manner, if the angle of the lever, 
the counterpoife CA, and F L the weight of 
the fkain at the maximum are given, with 
Fig. 5. the center A and radius A E == 4. F L defcribe 
a circle cutting B C produced in E and e, 
towards C let off EL and el, equal to the ra¬ 
dius aforefaid, and either CL or Cl will be the 
weight of the fcale that will give the propofed maxi¬ 
mum. It is manifeft that if A E or 4. F L is lefs 
than AS, the problem is impoffible? therefore the 
maximum is limited, and muff be propofed fuch, 
that the weight of the fkain in that cafe be lefs than 
2 AS. 


Example: 

Fig. 4. ^et f" em i-angie of the lever be 84°: 03', 
the counterpoife one ounce, let the divifion 
for 50 to the pound, Hand at the top of the graduated 
arch perpendicularly over the center of the lever, 
that is, let L D = 44 oz. confequently L C or the 
fcale = C D — L D, orCA-LD = i - ’4 = 
2 0,68 
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o,68 ox. then is C S = 0,9785090, L S or d =3 
0,2985090, AS or s =0,2062042, and or 

7 + <* .( =e? + L S) = LF = 0,440951 


©z. and ~ r= 36,2852 j therefore the greateft 

motion of the index will be when a flcain of 36 to 
the pound is changed for one of 37, and the largeft 
interval on the graduated arch will be that which lies 
between 36 and 37. 

C A : CL::CF : C a or 1 : 0,68 :: 1,120951 : 
0,762247 ounces, the other counterpoife which gives 
the fame maximum. 

p Let the maximum be aflumed at 36 Ikains 

* 5 * to the pound exactly, or when F L = 
0.4444444, then is 4 F L or A E = 0.22 22222, 

and SE (—VAE + AS x FE“^AS ) = 

0,0828404, whence C L (= CS — A E 4- S E ) 

= 0,8391272, and CL (=CS — AE — S E) =, 
0,6734464 : if this laft quantity be taken for the 
weight of the fcale, the divifion for 49 in the pound 
would fall at the top of the arch very nearly, there¬ 
fore aflume the divifion of 50 in the pound for the 
top, which will make but little alteration in the ma¬ 
ximum, and the weight of the fcale will be 0,68, 
the maximum between 36 and 37, as before. 

2AS = 0,4124084,and^^ = 48, 8419, 

therefore with the angle of the lever and counterpoife 
as before, the maximum cannot be higher than at 
48 fkains to the pound. In Mr. Roufe’s machine 

the 
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the angle of the lever was 165°, the eounterpoife 
1.46057 ounces, the fcale 1,19543 or AS = 
0,378024, therefore his machine did not admit of a 
maximum higher than between 26 and 27 fkains to 
the pound. 

Fig. 3. To §' ive one exam pk of finding the incli- 
‘ nation of the index, let it be required to find 
the angle for a fkain of 32 to the pound, whofe 
weight is o. 5 ounce j whence CL=. 1.18, C A = 1, 
and C I-|- C A: C l —C A ; or 2,18 : 0,18 :: Tang. 
A CK= 84°: 03'. Tang. EC P= 38°: 23'. 

This rule for the inclination of the index, fuggefts 
an eafy way of finding the alterations in it, occafion’d 
by any fmall variation in the angle of the lever, other 
things remaining the fame. 

For the change in the Logarithmic Tangent of 
EC P, the fourth term in the proportion, is equal to 
that made in the Logarithmic Tangent of A CK, the 
third term; the other two terms being the fame. 

Take therefore the difference of the Logarithmic 
Tangents of the two femi-angles, and divide it by 
the natural numbers 1, 2,3, 4, &c. fuccefiively, and 
their quotients among the differences of the Logarith¬ 
mic Tangents, in Tables for each minute, will point 
out the quantity of the angle E C P, when the alter¬ 
ation in it is 1, 2, 3, 4, See. minutes fuccefiively j by 
which means a table may be eafily formed for the 
correction of that firfl: computed. Suppofe, for in- 
fiance, the femi-angle of the lever to be only 84°: 
inftead of 84°: 03', for which a table has been made, 
it is required to corredt this table, fo as to fuit it to 
this femi-angle 84°. The difference of the Log. 
Tangents of thefe femi-angles is 36.608; divide this 

by 
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by any of the natural numbers, for inftance by ro, 
the quotient 3660, (landing among the Tabular dif¬ 
ferences (in Tables for each minute) at 21 0 : 50' and 
68°: 1 o', (hews that when the value of ECP in 
the table already made, is either 21 0 : 50 or 68°: it o', 
10 minutes muft be fubtradted to adapt it to the lever 
whofe femi-angle is only 84°: and fo of the reft. 

The greateft difference of the inclination of the in¬ 
dex will be when E C P is, 45 0 : the Tabular differ¬ 
ences being then the leaft. All this is not indeed 
quite accurate, but fufficiently fo for practice. 

To find accurately when this difference is greateft, 
and what that greateft difference is; add (or fubtradt 
as the cafe requires) half the difference of the Loga¬ 
rithmic Tangents of the femi-angles aforefaid, to the 
Logarithmic Radius, and it will give the Logarithmic 
Tangent of ECP, in that cafe; and the difference 
between ECP thus found, and its complement, is 
the greateft difference fought. Thus half 36,608 
added to io.oqooooo is 10.0018304, the Log. Tan¬ 
gent of 45 0 : y ': 14",4, the inclination of the in¬ 
dex, when its change by reducing the femi-angle of 
the lever to 84°, is greateft, and the quantity of that 
change is 14' 8, 


A Table 
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A Table of the inclination of the index, when the 
femi-angle of the lever is 84°: 03', the counter- 
poife 1 ounce and the fcale o. 68 ounces avoirdu- 
poife, for any number of fkains to the pound from 
10 to 70. 
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52 : 56 
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55 
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42 
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53 

13 
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28 
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43 
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58 

12 
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29 
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13 

30 
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45 
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60 
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44 

16 
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46 
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15 

55 

17 
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32 
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47 
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62 
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03 

18 

64 : 48 

33 
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48 
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63 

18 

08 

*9 

63 : 17 

34 

33 : 54 

49 

1 : 47 

64 

19 

11 

20 
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35 

3 i : 37 

50 

0 : 00 

65 

20 

12 

21 

60 : 04 
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29 : 20 

51 

1 : 44 

66 

21 

10 

22 

58 : 22 

37 

27 : 03 

52 

3 : 24 

67 

22 

06 

2 3 

56 : 37 

38 

24:46 

53 

5: 01 

68 

23 

00 

24 

54 : 48 

39 

22 : 30 

54 

6 : 34 

69 

23 

52 







70 | 

24 

41 


N. B. According to the report from the committee 
appointed by the Houle of Commons to enquire into 
the original ftandard weights, one pound Avoirdu- 
poife is i lb. 2 oz. 12 dwt. Troy j confequently one 
ounce is 18 dwt. 6 gr. and 0.68 oz. is 12 dwt. 9.84 
grains. 
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